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Abstract 


Three  methods,  laser  induced  resonance  fluorescence, 
excitation  to  a  shorter  lived  level  from  a  metastable  level, 
and  ionization  spectroscopy  are  examined  for  feasibility  of 
detecting  and  measuring  calcium  evaporation  from  a  type  B  cath- 

1  *|  O 

ode.  Laser  induced  fluorescence  o  f  the  4saS*-*-  4pxP1  (4226  A) 
transition  of  calcium  is  the  most  promising  and  the  easiest  to 
implement.  Ionization  of  the  calcium  atoms  after  they  have  been 
excited  by  a  laser  to  the  metastabie  'V  state  is  feasible  but 
requires  redesign  of  extant  equipment  to  implement.  Excitation 

3 

to  a  shorter  lived  level  from  the  metastabie  state  is  fea- 

3  ° 

sible  for  the  transition  from  the  (4435  A)  level  and  not 

feasible  for  the  (6122  A)  transition.  Sensitized  fluores¬ 

cence  and  stimulated  emission  involving  excited  calcium  atoms 
is  examined  and  discarded.  Calcium  evaporation  rates  are  semi- 
quantitatively  related  to  barium  evaporation  rates  to  take  ad¬ 
vantage  of  the  more  extensive  literature  on  the  latter.  Limited 
experimental  data  is  presented  which  indicates  that  an  observa¬ 
tion  reported  by  another  researcher  of  the  barium  evaporation 
rate  decreasing  after  the  cathode  exceeded  1200°  K  is  not  at¬ 
tributable  to  pulse  pile  up  error  in  the  photon  counting  system 
but  is  most  likely  attributable  to  a  cathode  physics  phenomenon. 
An  argument  for  switching  the  course  of  future  experiments  from 
evaporation  rates  vs  lifetime  studies  to  evaporation  rate  vs 
cathode  temperature  is  made.  All  calculations  are  based  upon 
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experimental  results  of  previous  workers  and  are  order  of  mag¬ 
nitude  rather  than  a  rigorous  treatment. 


EXAMINATION  OF  THE  FEASIBILITY  OF  DETECTION  OF  CALCIUM  EVAPORA¬ 
TION  FROM  A  TYPE  B  DISPENSER  CATHODE  BY  LASER  INDUCED  PHENOMENA 

I .  Introduction 

The  military  communications  satellite  program  projects  a 
need  for  traveling  wave  tubes  (TWTs)  with  a  current  generation 
and  lifetime  capacity  exceeding  present  tubes  (Ref  1:5).  Pres¬ 
ent  cathode  technology  cannot  meet  the  projected  requirements. 

J.  L.  Cronin  of  Spectra  Mat  (Ref  2:23)  has  flatly  stated  that  the 
cathode  industry  probably  cannot  produce  such  a  cathode  within  a 
few  years  either.  His  assessment  is  probably  accurate  since  past 
cathode  improvements  have  relied  on  empirical  data  and  serendip¬ 
ity.  No  definitive  theory  of  cathode  physics  exists  which  re¬ 
liably  predicts  cathode  behavior  as  a  function  ol  construction 
and  manufacturing  processes.  Reliance  on  past  methods  of  cath¬ 
ode  impi’ovement  will  not  suffice  to  meet  the  stringent  perform¬ 
ance  criteria  expected  of  space-born  TWTs.  It  is  not  even  known 
if  the  projected  requirements  are  physically  feasible.  A  viable 
theory  of  cathode  physics  is  sorely  needed. 

Background  on  Cathodes  and  Their  Operation 

Rather  than  relate  the  entire  history  of  cathode  develop¬ 
ment  here,  the  interested  reader  may  find  an  excellent  rendition 
by  Cronin  (Ref  2).  Only  the  essentials  which  bear  directly  upon 
the  problem  this  thesis  addresses  are  mentioned. 

A  cathode  generates  current  by  thermionic  emission.  The 


cathode  is  indirectly  heated  (Figure  1)  and  electrons  are  emitted 


from  the  cathode.  The  Richardson-Dushman  equation  in  its  sim¬ 
plest  form  relates  the  current  density  to  the  temperature  as: 

J  =  ATV*/kT  (1) 


where 


2 

J  is  the  current  density  (A/cm  ) 

A  is  the  thermionic  Richardson  constant 

T  is  the  temperature  (°K) 

ip  is  the  work  function  (eV) 

k  is  Boltzman's  constant 

from  Eq  (1)  it  is  obvious  that  by  decreasing  the  work  function 
or  increasing  the  temperature,  the  current  density  can  be  in¬ 
creased.  The  temperature  at  which  the  cathode  operates  cannot 
be  indefinitely  increased  to  obtain  any  desired  current  density 
because  too  high  a  temperature  has  a  deleterious  effect  on  cath¬ 
ode  life.  Practical  tradeoffs  must  be  made  between  cathode  tem¬ 
perature  and  current  density.  Lowering  the  work  function  is  the 
most  desirable  way  to  increase  the  current  density  and  cathode 


life. 


Modern  cathodes  are  either  the  dispenser  type  B  (Figure  1) 
or  a  variation  of  it.  The  B  type  consists  of  a  porous  tungsten 
plug  mounted  in  a  refractory  sleeve,  usually  molybdenum,  through 
which  the  additives  in  the  reservoir  can  diffuse  to  the  surface 
of  the  cathode.  The  additives  serve  to  lower  the  work  function 
at  the  surface.  The  object  of  the  variations  to  the  type  B  cath¬ 
ode  is  to  lower  the  work  function  still  further  and/or  extend  the 
life  of  the  additives.  Extant  variations  fall  into  three  basic 
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categories : 

(1)  Variation  of  the  molar  proportions  of  additives 

(2)  Variation  of  porosity  of  tungsten  matrix 

(3)  Coating  of  cathode  with  thin  films  of  refractory 
metals  (osmium-ruthenium  or  osmium-iridium) 

Additionally,  experimental  work  is  being  carried  out  in  a  fourth 


category : 

(4)  Mixing  the  tungsten  matrix  with  osmium,  rhenium,  or 
iridium. 

The  additives  used  to  lower  the  work  function  are  the 
Group  II  aluminates.  Some  combinations  in  common  use  are  (Ref 
3:1)  : 


Composition  (Mole  Ratio) 

BaO  CaO  AljO^ 

4  11 

5  3  2 

5  0  2 

2  11 

3  11 

111 

historically  the  5BaO,  3CaO,  2A1^03,  henceforth  referred  to  as 
either  the  5:3:2  or  type  B  cathode,  is  meant  when  the  type  B  cath¬ 
ode  is  referred  to.  It  is  the  5:3:2  cathode  which  is  treated  in 
this  thesis.  Subsequent  mention  of  "the  cathode"  refers  to  this 
type  unless  stated  otherwise. 

Tt  is  the  barium,  calcium,  and  oxygen  which  appear  to  be 
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the  active  elements  in  lowering  the  cathode  work  function  and 
prolonging  its  life.  The  additives  are  introduced  into  the 
reservoir  as  barium  and  calcium  aluminates  because  BaO  and  CaO 
alone  are  hygroscopic.  The  chemical  reaction  which  produces 
free  calcium  and  barium  is  presented  later. 

Although  there  is  some  disagreement  (Ref  4,5,6),  the  pre¬ 
ponderance  of  research  tends  to  support  the  following  statements 
about  dispenser  cathode  characterisi ics : 

(1)  A  barium  monolayer'  completely  covers  the  cathode  ex¬ 
cept  for  the  pores  in  the  tungsten  (Ref  7,8,9,10:383, 
11:255). 

(2)  There  in  a  monolayer  ol  oxygen  between  the  barium 
monolayer  and  the  tungsten  surface  (Ref  ibid). 

(O  There  is  a  partial  understanding  of  how  the  monolayer 
decreases  the  work  function  in  terms  of  chemisorption 
of  an  electropositive  species  and  a  resultant  dipole 
layer  (Ref  1:67-75). 

(4)  Bari um  evaporates  from  the  surface  or  pores  of  the 
cathode  and  is  replaced  by  barium  from  within  the 
reservoir  (Ref  12:398). 

(5)  The  barium  monolayer  coverage  of  the  cathode  is  main¬ 
tained  throughout  cathode  life  (Ref  9:434C,  13:173). 

(6)  The  initial  evaporation  rate  of  additives  from  a  new 

cathode  is  large  and  falls  off  steeply  in  the  first 

hundred  or  so  hours  of  operation.  Then  barium  and 

-1/2  -1/3 

calcium  depletion  rates  relax  as  t  and  t 

respectively  (Ref  14,  15:2898). 
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(7)  Calcium  serves  to  slow  the  barium  evaporation  rate 
(Ref  2:19,  15:2898). 

(8)  Surface  studies  show  that  after  the  initial  burst 
of  evaporants  (probably  a  result  of  the  detritus 
left  on  the  surface  by  manufacturing  process),  the 
surface  contains  only  barium,  oxygen,  and  tungsten 
(Ref  16:287).  Calcium  is  conspicuously  absent  from 
the  surface  above  1500°  K.  Jones  reported  that  cal¬ 
cium  was  absent  in  evaporants  of  the  type  B  and  M 
cathodes  (Ref  11:255)  while  Sickafus  failed  to  find 
calcium  in  pore  deposits  (Ref  17:218-219). 

(9)  The  cathode  fails  when  the  additive  reservoir  is 
depleted  (Ref  9:4345). 

(10)  There  is  no  agreement  of  the  transport  mechanism  by 
which  barium  arrives  at  the  surface.  Rittner  sug¬ 
gests  Knudsen  flow  (Ref  8:1471)  while  Brodie  sug¬ 
gests  migration  (Ref  14:161). 

There  are  three  probable  reasons  why  there  is  disagreement 
among  the  different  researchers.  The  first  is  the  difficulty  of 
replicating  a  working  vacuum  tube  environment.  Depending  upon 
the  characteristics  each  researcher  is  exploring,  the  tube  envi¬ 
ronment  may  be  more  or  less  faithfully  reproduced.  For  instance, 
surface  studies  preclude  placing  the  anode  at  the  normal  distance 
from  the  cathode  whereas  current  versus  time  studies  can  be  con¬ 
ducted  without  disturbing  the  tube  environment.  Partial  pres¬ 
sures  of  residual  gases  are  known  to  have  a  significant  effect 
on  tube  lifetime;  experimental  conditions  do  not  replicate  the 
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environment  of  manufactured  tubes.  The  second  reason  for  disa¬ 
greement  is  that  different  researchers  have  used  different  tech¬ 
niques  to  study  cathodes.  Different  experimental  approaches  have 
led  to  conflicting  results  probably  as  a  result  of  the  environ¬ 
ment  replication  problems  just  mentioned.  Third  is  the  tacit 
assumption  that  characteristics  such  as  barium/calcium  evaporation 
rates,  replenishment  rates,  current  density,  and  cathode  life 
differ  only  bv  degree  and  not  mechanism  between  oxide  coated 
cathodes;  B,L,M  dispenser  cathodes;  and  impregnated  cathodes. 
Perhaps  the  falsity  of  this  assumption  explains  why  calcium  has 
been  consistently  observed  in  the  e/aporants  from  all  calcium 
altuninate  i  mpregnut  <-d  cathodes  but  not  in  the  evaporants  from  all 
the  modern  B  dispenser  cathodes.  Furthermore,  there  is  some  am¬ 
biguity  about  the  difference  between  dispenser  and  impregnated 
cathodes.  burlier  "the  reservoir"  was  mentioned.  The  reservoir 
can  moan  either  a  void  beneath  the  tungsten  plug  or  it  may  mean 
the  interstices  of  the  tungsten  plug.  When  the  interstices  con¬ 
stitute  the  reservoir,  cathodes  are  referred  to  as  impregnated 
dispenser  types  (See  Figure  1).  Pressed  cathodes,  where  the 
tungsten  and  additives  were  mixed  together  and  pressed  to  form  a 
plug,  lwi.f  life  but  do  not  function  like  impregnated  cathodes. 

The  haziness  ot  cathode  nomenclature  should  make  a  researcher 
wary  of  correlating  results.  For  example,  Sickafus  (Ref  17:213) 
refers  t>>  "dispenser  cathodes"  which  presumably  are  impregnated 
and  exhibit  a  barium  evaporation  rate  which  is  proportional  to 
t  c  .  Rutledge  calls  a  cathode,  which  is  not  impregnated,  a 


t.  type  dispenser  (Ref  19) 


M  type  dispenser  (Ref  2) 


Modern  B,S,A  type  dispenser  (Ref 


» 


A: 

B: 


Porous  tungsten  pi  up, 


Oxide  coated 


C.i  Osmium-ruthenium, 
iridium  thin  film 


Reservoir  for  additives 


osmium- 


H:  Group  II  oxide  coating 

0 :  Al^O^  potting 
D:  Molybdenum  sleeve 
E:  Heater  filament 


F:  Impregnated  porous  tungsten  plug 


It  is  believed  that  the  barium-oxygen  monolayers  on  the 
surface  are  the  primary  agents  in  reducing  the  work  function. 
Calcium  is  thought  to  play  a  role  in  retarding  the  barium  evapo¬ 
ration  rate  but  not  in  directly  altering  the  work  function  (Ref 
11:255).  A  model  which  explains  the  oxygen-barium  monolayers  bond 
ing  on  the  tungsten  surface  was  presented  by  Green  (Ref  20:42-68). 
Briefly,  his  model  classifies  metals  into  three  categories  based 
upon  the  geometric  disposition  of  bonding  orbitals  at  the  metal 
surface.  Category  I  metals  (Mo,  W)  have  vacant  d-orbitals  per¬ 
pendicular  to  the  surface.  The  bond  which  oxygen  forms  with  the 
substrate  metal  distorts  the  oxygen  valence  electron  configuration 
As  a  result  of  the  distortion,  the  barium-oxygen  bond  at  the  sur¬ 
face  is  covalent  rather  than  the  typical  ionic  bonding  observed 
in  bulk  BaO  crystals.  A  dipole  moment  is  induced  in  the  BaO  lay¬ 
er  with  the  positive  side  toward  the  external  surface.  Category 
II  metals  (Re,  Os,  Ir)  enhance  emission  but  do  not  form  a  dipole 
layer.  Category  III  ( Pt )  degrades  emission. 

The  model  accounts  for  several  experimental  observations. 
Auger  and  x-ray  photoelectron  spectroscopy  (XPS)  data  have  shown 
that  the  chemical  bond  between  Ba  and  0  on  the  surface  is  not  the 
Siimc  as  that  in  bulk  Bat'  and  is  in  fact  more  covalent  than  ionic. 
The  work  function  on  different  crystal  planes  on  the  surface  are 
known  to  vary  in  what  is  commonly  called  patch  effects.  Patch 
effects  could  bo  construed  to  occur  because  of  the  extreme  di¬ 
rectionality  of  the  covalent  bonds  and  the  resultant  dipole  mo¬ 
ment.  The  model  also  successfully  predicts  which  metals  will 
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have  good  emissive  charaetenst ics  and  which  will  have  poison¬ 
ing  effects.  Combining  Green's  model  with  Jenkins'  (Ref  21:354) 
discussion  of  activation  by  an  electropositive  contaminant  pro¬ 
duces  insight  into  why  the  oxygen-barium  monolayers  are  so  suc¬ 
cessful  in  lowering  the  work  function  (Figures  2  and  3).  Since 


Figure  2.  Dipole  Monolayers  (Ref  21:  354) 


LEVEL 

/  MONO 
/  LAYER 

VACUUM 

METAL 

Figure  3.  Potential  Energy  Diagrams  for 
Metal  Surfaces  (Ref  21:354) 


( 


the  reduction  in  work  function  is  proportional  to  the  dipole 
separation,  d,  (Ref  21:354)  then  the  oxygen-barium  monolayers 
are  particularly  effective,  because  d  is  larger  for  the  oxygen- 
barium  layer  than  for  a  single  species  monolayer.  While  Green's 
model  provides  a  partial  understanding  of  how  barium  reduces  the 
work  function,  there  is  no  analogous  understanding  of  the  barium 
and  calcium  replenishment/depletion  mechanism.  Barium  evapora¬ 
tion  has  been  more  extensively  studied  than  calcium.  Evaporation 
studi  es  to  date  have  largely  relied  upon  the  Becker  method.  In 
the  Becker  approach,  a  clean  tungsten  wire  is  exposed  to  an  evap- 
orant  stream  which  coats  the  wire.  The  wire  is  resistively  heated 
to  a  low  enough  temperature  to  preclude  evaporation  of  the  coat¬ 
ing.  The  thermionic  emission  from  the  wire  is  measured  as  a 
(unction  of  time.  The  maximum  emission  rate  of  the  wire  is  pro¬ 
portional  to  the  reciprocal  of  the  barium  evaporation  rate  from 
the  cathode.  The  Becker  method  is  combined  with  chemical  analy¬ 
sis  to  produce  absolute  evaporation  rates.  There  is  some  content¬ 
ion  over  the  evaporation  of  calcium.  Certain  researchers  have 
noted  calcium  depletion  within  the  cathode,  yet  others  have  failed 
to  find  calcium  on  the  cathode  surface  or  in  the  evaporant  stream 
of  type  B  and  M  cathodes.  Since  it  is  the  calcium  and  barium  de¬ 
pletion  which  ultimately  causes  cathode  failure,  an  understanding 
of  the  depletion  mechanism  could  lead  to  improved  cathodes. 

Problem  Statement  and  Scope 

This  thesis  addresses  the  design  of  an  experimental  method 
to  detect  and  quantitatively  measure  the  instantaneous  evaporation 
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rate  of  calcium  from  a  dispenser  cathode  over  the  lifetime  of 
the  cathode.  Three  methods  and  their  advantages  and  disadvan¬ 
tages  are  discussed.  The  methods  were  chosen  on  the  basis  of 
employing  an  extant  experimental  apparatus  with  a  minimum  of 
modifications.  There  is  no  attempt  to  treat  the  evaporant  gas 
by  quantum  mechanical  methods.  Rather,  order  of  magnitude  cal¬ 
culations  based  on  available  data  in  the  literature  are  made  to 
illustrate  the  feasibility  of  each  approach. 

Assumpt ions 

Since  the  body  of  experimental  evidence  for  cathode  be¬ 
havior  is  in  conflict,  the  assumptions  employed  throughout  this 
paper  are  consolidated  and  presented  here  for  convenience  to  the 
reader : 

Cl)  Calcium  evaporates  from  the  calcium  impregnated  dis¬ 
penser  cathodes. 

(?)  The  calcium  evaporation  rate  is  proportional  to  the 
depletion  rate  which  follows  at  decay. 

(3)  Calcium  is  not  present  on  the  cathode  surface  after 
the  first  few  hours  of  life.  It  is  present  deep 
within  the  surface  pores.  Consequently,  most  of 
the  escaping  calcium  gas  leaves  the  cathode  nearly 
perpendicularly. 

(4)  The  calcium  evaporation  rate  can  be  related  to  the 
barium  evaporation  rate. 

(5)  Quenching  of  laser  excited  atoms  is  minimal  because 
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of  the  low  pressure. 

(6)  The  calcium  evaporation  rate  that  is  calculated  is 
taken  to  be  smaller  by  0.001  as  a  conservative  es- 
t imate . 

Order  of  Presentation 

A  discussion  of  the  problem  of  detecting  calcium  is  pre¬ 
sented  first.  Direct  laser  induced  fluorescence  to  measure  the 
evaporation  rate  is  examined  (Ref  22,  23).  Then  a  method  of 
pumping  the  atoms  in  the  metastable  state  to  a  shorter  lived 
state  is  considered.  Henceforth,  this  method  is  referred  to  as 
"double  pumping".  Next,  the  application  of  ionization  spectro¬ 
scopy  methods  are  proposed.  Other  methods  which  were  considered 
but  discarded  are  briefly  discussed.  Methods  to  calibrate  the 
laser  wavelength,  other  than  the  optogalvanic  effect,  are  brief¬ 
ly  discussed.  Recommendations  for  the  direction  of  future  ex¬ 
periments  are  given.  Finally,  conclusions  and  recommendations 
are  stater]. 
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II.  Problem  Analysis 


Discussion  of  the  Problem 

Laser  induced  resonance  fluorescence  provides  a  method 
o'  obtaining  absolute  measurements  of  evaporant  concentrations 
as  low  as  10^-103  atoms/cm^  (Ref  24:204,  25:27).  Two  previous 
workers  (Ref  22,  23)  successfully  employed  laser  induced  fluo¬ 
rescence  to  measure  absolute  barium  evaporation  rates  from  dis¬ 
penser  cathodes  operating  at  various  temperatures;  both  recom¬ 
mended  application  of  the  same  techniques  to  measure  calcium 
evaporation.  Fxamination  of  rigure  4  reveals  some  constraints 
to  the  application  of  laser  induced  fluorescence  to  calcium 
which  do  not  occur  for  barium.  Of  the  two  resonance  transitions 
for  calc  ium,  the  4s'*'S^*~^  4p'*'P^  (4226  A)  is  difficult  to  work 
with  because*  of  dye  laser  instability  and  low  output  power  in 
the  4200  A  region.  The  4s1Su< — >4p^p^  (6573  A)  transition  is 

easy  to  excite  because  the  dye  laser  is  stable  and  has  suffi- 

o 

cient  output  power  to  reach  near  saturation  in  the  6500  A  wave- 

3 

length  region,  but  4p  r  state  is  most  unfortunately  metastable. 
An  initial  attempt  to  detect  calcium  evaporating  from  a 

3 

cathode  by  inducing  laser  fluorescence  from  the  state  was 

frustrated  by  two  factors.  First,  the  hollow  cathode  tube  wave¬ 
length  tuning,  method  could  not  be  used  because  the  Ca  hollow 

o 

cathode  tube  is  not  responsive  to  the  6573  A  wavelength.  Second, 
the  4p'i|'j  state  is  metnstablo  with  a  0.39  m  sec  lifetime  (Ref 
28:75).  Assuming  that  the  calcium  atoms  leave  the  cathode  per- 
pend  icular’l  y  (mme  will  be  said  about  this  later),  one  degree 


1  3 


of  freedom  can  be  associated  with  the  atomic  kinetic  energy. 
Thus,  by  the  equipart it  ion  theorem,  the  velocity  is  given  by  the 
tol lowing  equation: 


Vrms  = 

n  m 


(2) 


where 


Vrms  is  the  root  mean  square  velocity  (m/sec) 

k  is  Boltzmann's  constant 

T  is  the  temperature  (°K) 

m  is  the  mass  (kg) 


If  the  cathode  operates  at  1050  °C,  Vrms  of  Ca  is  about 

3 

524  m/sec.  During  the  lifetime  of  the  4p  P  state,  the  average 
Cu  atom  will  travel  about  0.2  m  before  fluorescing.  Since  the 
test  cell  walls  and  cold  finger  are  approximately  0.07  and  0.03 
meters  away  from  the  cathode  surface,  the  average  Ca  atom  will 
de-excite  by  collision  with  the  test  cell  or  cold  finter  before 
i t  can  fluoresce.  Despite  many  attempts  to  observe  fluorescence 

3 

from  the  4p  state  by  looking  at  a  volume  in  the  test  cell  just 
below  the  cold  finger  and  using  photomultiplier  tubes  of  differ¬ 
ing.  sensitivity  to  separate'  a  weak  signal  from  the  noise,  no 
fluorescence  wav  detected. 

The  early  frustrations  in  attempting  to  detect  calcium 
are  not  deterrent  enough  to  totally  abandon  laser  induced  fluo¬ 
rescence.  There  is  strong  motivation  to  seek  some  way  to  employ 
the  apparatus,  used  by  Zemyan  and  Kasper  because  it  is  very  sensi¬ 
tive,  it  was  most  successful  in  detection  of  barium,  and  the  ap¬ 
paratus  is  available.  The  problem,  then,  is  to  seek  modifications 
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to  the  apparatus  or  the  detection  technique  which  will  allow  the 
detection  of  calcium. 


Criterion  for  Determining  Feasibility  of  Proposed  Experimental 
Approaches 

The  criterion  for  determining  the  feasibility  of  the  pro¬ 
posed  experimental  methods  depends  upon  the  measurement  of  either 
fluorescent  signal  or  ionization  current.  Specific  values  for 
the  minimum  detectable  fluorescent  signal  or  ionization  current 
are  derivable  from  expected  calcium  evaporation  rate  and  experi¬ 
mental  conditions. 

The  extant  apparatus  processes  the  data  as  illustrated  in 
Figure  !>n .  The  signal  (FTC,)  is,  separated  from  the  background 
(BKC.)  by  synchron  i  z  ing,  two  counters  in  the  photon  counter/proces- 
sor  with  a  mechanical  chopper  which  interrupts  the  laser  beam 
(Figure  #).  The  signal  is  composed  of  the  fluorescent  counts  and 
counts  from  the  scattering  of  the  laser  in  the  test  cell.  Clearly, 
for  the  fluorescent  signal  to  he  measurable,  the  total  signal  must 
exceed  the  standard  deviation  ol  the  background.  Furthermore,  the 
fluorescent  signal  must  he  di st inguishable  from  the  laser  scatter 
signal.  Blackbody  radiation  from  the  heated  cathode  is  the  over¬ 
whelming  contributor  to  the  background.  The  average  blackbody 
i.ontribul  ion  will  depend  on  the  cathode  temperature  and  the  wave¬ 
length  at  whicti  the  detection  optics  are  tuned.  Laser  scatter 
can  be  minimized  by  altering  the  position  of  the  cathode  to  the 
laser  beam. 

The  question  of  the  magnitude  of  the  blackbody  radiation 

o 

at  th<'  wavelength  of  barium  fluorescence  (  5535  A)  as  opposed  to 


o  o 

calcium  fluorescence  (<<226  A  or  6122  A)  arises  at  this  point. 

The  Planck  distribution  is  plotted  in  Figure  5b.  The  n  values 
corresponding  to  wavelengths  of  interest  are  in  the  range  of 
17.79  <  n  <  28.39  which  is  in  the  tail  region  of  the  curve.  The 

O 

n  values  were  calculated  from  n  =  hw/kT  for  5535  A  at  1200°  K 

(927°  C)  and  for  6122  A  and  4226  A  at  1323°  K  (1050°  C).  It  is 

worthwhile  to  compare  the  expected  background  at  the  rated  type 

B  cathode  operating  temperature  (1323°  K)  to  that  noted  by  Kasper 

at  1200°  K.  Figure  5c  is  a  plot  of  the  Planck  distribution  in 

o  o 

the  range  of  interest.  The  background  for  6122  A  and  4226  A 

O 

deviates  from  that  of  5535  A  by  +_  J  or  2  orders  of  magnitude. 

O 

Since  the  standard  deviation  of  the  background  for  5535  A  at 

O 

1200°  K  was  found  experimentally  to  be  about  5  x  10  counts/sec 

when  the  cathode/beam  separation  is  optimized  to  yield  minimum 

scatter  arid  maximum  fluorescent  count  rate,  an  estimate  of  the 

o 

detectable  fluorescent  count  rate  can  be  stated.  At  6122  A, 

.  3 

t  fie  fluorescent  count  rate  must  exceed  either  5  x  10  counts/sec 
( 1700'  K)  or  6  x  10*  counts/sec  (1323°K).  Similarly,  at  4226  A, 
the  I  1  no  t  .  .ceii  t  count  rate  must  exceed  either  5  x  1  O'*  counts/ sec 
(  1  200°  K)  or  5  x  10“'  count:;/:;.'-'  (  1  32  3°  K). 

The  criterion  of  feasibility  which  is  applied  to  the  ion¬ 
ization  approach  is  that  tfie  current  produced  is  equal  to  or 
greater  than  1  p i co-Cou 1 omb .  The  choice  of  1  pieo-Coulomb  arises 
from  t lie  limitation  of  available  current  measuring  devices. 

Now  that  the  general  problem  has  been  discussed  and  the 
criterion  of  feasibility  set  for  each  proposed  approach,  we  can 
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move  on  to  a  detailed  description  of  each  approach.  The  first 
approach  is  developed  in  the  greatest  detail  with  the  analysis 
methods  being  carried  over  into  the  second  approach.  The  general 
outline  followed  for  each  approach  is  as  follows: 

(1)  Define  the  proposed  experimental  scheme 

(2)  Calculate  the  expected  value  of  the  measurable 
quantity 

(3)  Conclude  the  feasibility  of  the  approach 

(4)  Delineate  the  changes  in  apparatus  required  and 
comment  upon  any  difficulties 

(i)  Provide  schematic  of  the  apparatus 

(f>)  Briefly  describe  the  operation  of  the  apparatus 
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11  ° 

Approach  I.  Induced  Fluorescence  of  the  4s  S*~  ">4p  P.,  (4226  A) 

Transit  ion  1 

For  the  extant  experimental  apparatus  (Figure  8),  knowl¬ 
edge  of  three  parameters  is  sufficient  to  determine  the  number 
of  expected  fluorescent  counts:  the  number  of  atoms  entering 
the  beam,  the  detection  capability  of  the  optics,  and  available 
laser  power.  A  reasonable  estimate  of  the  probable  number  of 
calcium  atoms  entering  the  laser  beam  can  be  made  based  upon 
the  reported  barium  and  calcium  evaporation  behavior.  A  typical 
value  for  the  detection  capability  can  be  obtained  from  measure- 
ment  of  Rayleigh  scattering  off  N0  in  the  test  cell.  The  avail- 
able  laser  power  is  known  from  dye  specifications  and  experience 
with  K11U  and  1X4 U  dyes  used  in  the  apparatus. 

While  there  is  a  dearth  of  information  in  the  literature 
on  calcium  evaporation  rates,  there  is  considerably  more  on  bar¬ 
ium  evaporation  rates.  Based  on  the  results  of  earlier  work,  it 
is  possible  to  relate  the  calcium  evaporation  rate  to  the  barium 
evaporation  rate  in  a  qualitative  way.  Palluel  and  Shroff  re¬ 
ported  that  calcium  and  barium  depletion  rates  from  impregnated 


cathode::  decrease  as 
Tt  it  is  assumed  that 


-1  /  1 


and 


-i/: 


respectively  (Ref  15:2898). 


the  evaporation  rate  is  proportional  to  the 


depict  ion  rn to,  t hen 


RC  =  'Vo1 


-1/1 


and 


RB  =  KBot 


-1/2 


where 


(3) 

(4) 


R.£  is  evaporation  rate  of  calcium  (atoms/sec) 
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is  an  initial  calcium  evaporation  rate  (atoms/sec 
is  evaporation  rate  for  barium  (atoms/sec) 


Co 


R 


B 

RBo  is  an  initial  barium  evaporation  rate  (atoms/sec) 
Taking  the  ratio  of  Eqs  (3)  and  (4) 


RC 

R~ 


R 


R 


Co  1/6 


(5) 


Bo 


Equation  (5)  is  not  meant  to  be  anything  more  than  a  qual¬ 
itative  estimate.  Later  it  will  be  demonstrated  that  Eqs  (3)  and 
(4)  are  not  too  bad  an  assumption.  The  intent  is  to  derive  a 
reasonable  estimate  of  the  numbers  of  calcium  atoms  entering  the 
laser  beam  throughout  the  cathode  lifetime.  Once  the  number  en¬ 
tering  the  beam  is  known,  the  expected  fluorescent  count  rate 
can  be  calculated  and  thence  the  feasibility  of  the  measurement 
method  throughout  the  cathode  lifetime  can  be  evaluated. 

Since  the  evaporation  rate  does  not  relax  to  the  depletion 
rate  until  after  the  first  few  hours  of  cathode  operation,  the 
t  im<*  wlii'n  it  does  was  arbitrarily  chosen  as  100  hours  (Ref  15: 
i'H1)'/.  A  It' i,  the  cathode  being  used  had  about  100  hours  of  opera- 
t  inn  t  ini".  from  Rrodie':-  data  at  100  hours  (Ref  14:158) 


(dq/dt  ) 


1  50 


at  1500°  K 


(6) 


Wlli'lr 


dq/dt  is  the  evaporation  rate  of  additives 

(monolayers/sec) 


So  converting  to  a toms /see  using  the  following  equation 


where 

Ri  in  evaporation  rate  of  species  (atoms/sec) 

dq/dt  is  evaporation  rate  of  additives  (monolayers/sec 

MEAN  is  Brodie's  mean  for  calcium  and  barium 

(4.8  x  10"9  and  7.3  x  10“8  g/cm^-  monolayer) 

o 

A  is  the  cathode  area  (cm  ) 

2  3 

CF  is  a  conversion  factor  (6.02  x  10  atoms/mole) 

40.1  g/mole 

We  get  roughly:  Rp  =  2.69  x  10^  atoms/sec  and  R  =  4.09  x  10"^ 

Bo  atoms/sec. 

Combining  those  valuer,  with  Eq  (5) 

Rc  -  0.07  RBt1/b  (8) 

The  ha:  i  :  K>r  Eq  (8)  is  l!qs  (3)  and  (4).  Just  how  reason¬ 
able  w.i:  the  assumption  that  the  evaporation  rates'  dependence 
'•n  t  i me  ire  represented  by  Eqs  (3)  and  (4)?  Ideally,  if  Eqs  (3) 
and  (4)  are  integrated  over  the  cathode  lifetime,  the  total  quan¬ 
tity  of  evaporant  should  match  the  quantity  of  additive  original¬ 
ly  in  the  cathode.  Practically,  the  match  will  not  be  exact. 
Factors  which  could  make  the  integrated  value  less  than  the  total 
are:  the  material  that  evaporated  in  the  first  100  hours  is  not 

accounted  lor,  and  the  additive  reaction  probably  does  not  reach 
100%  comp  let  ion.  A  factor'  which  could  make  the  integrated  value 
larger  than  the  total  i  s  the  I  act  that  Eqs.  (3)  and  (4)  express 
evaporation  rate  as  proport ional  to  depletion  rate.  Depletion 
only  means  reduction  of  additive  to  a  level  below  an  average 
value  in  the  "undepleted"  region  of  the  cathode  reservoir.  The 
constant  of  proportionality  does  not  include  an  expression  for 
the  resistance  to  additive  movement  in  the  cathode.  An  arbitrary 
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cathode  life  of  40  K  hour  could  yield  an  integrated  value  which 
is  higher  or  lower  than  the  total  depending  on  how  closely  matched 
the  arbitrary  and  actual  lifetimes  are. 

The  probable  reaction  which  generates  free  barium  and  cal¬ 
cium  gas.  from  the  cathode  is  (Ref  15:2899): 

5  BaO,  3  CaO,  2  A1?03  +  W^2  Ba  Al2  0^  (9) 

+  3/4  Ca2  Ba  WOg  +  1/4  Ca3  WOg  +  9/4  Ba  (g)  +  3/4  Ca(g) 
Now  if  the  average  additive  weight  for  a  Semicon  type  B  dispenser 
cathode  is  about  0.0325  gm  (Ref  3),  the  right  side  of  Eq  (9)  pro¬ 
duces 

IT f 7~~ (  •  0325  Rm)  =  3*44  x  10_3  Sm  Ca 

and 

TTT7~"(  *  0325  gm)  =  1.96  x  10-2  gm  Ba 
Of  the  5  moles  of  barium  and  3  moles  of  calcium,  only  9/4  and  3/4 
respectively  become  gaseous,  the  rest  being  bound  within  the  cath¬ 
ode.  Thu:.,  the  total  amount  of  gas  expected  is 


-—•(3.44  x  10'3  gm)  =  8.6  x  10-4  gm  of  Ca  (g) 

or  (1.29  x  10^9  Ca  atoms) 


and 


2  .  2 1 


Y~~ (1.96  x  10  2  gm)  =  8.82  x  10  J  gmof  Ba  (g) 

19 

or  (3.87  x  10  Ba  atoms) 

Integrating  Hqs  (3)  and  (4)  and  remembering  to  change  RD  and  R_ 

dO  LO 

to  evaporation  rates  per  hour 


.-3 


Ca  (atoms)  = 


40,000  hr  1/o 

R_  t"i/Jdt  (10) 

Co 


100  hr 


2  3 


Ba  (atoms) 


(11) 


<  i 


40,000  hr 

**>*  dt 


100  hr 
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which  when  evaluated  yield  1.66  x  10  Ca  atoms  and  5.6  x  10  Ba 
atoms.  These  values  are  slightly  larger  than  but  of  the  same  or¬ 
der  of  magnitude  as  those  calculated  to  be  the  total  number  of  Ba 

and  Ca  atoms  liberated.  In  using  the  calculated  values  of  R_ 

Bo 

and  R  ,  it  should  be  noted  too  that  Brodie's  data  was  for  25% 
porous  cathodes  which  exhibit  greater  evaporation  rates  than  the 
modern  20%  porous  cathodes.  Table  I  is  a  comparison  of  barium 
evaporation  rates  for  different  temperatures  as  measured  by 
Zemyan  and  Kasper.  They  are  about  one  thousandth  of  the  calcu¬ 
lated  value  of  R  .  To  be  conservative,  R_,  and  R„  will  be 
taken  as  one  thousandth  of  their  calculated  values  to  account 
for  the  probable  resistance  to  additive  flow  to  the  cathode  sur¬ 
face,  smaller  porosity  of  modern  cathodes,  and  the  fact  that  the 
values  were  calculated  for  a  cathode  operating  at  1500°  K. 

9 

The  lorcgoinp,  discussion  allows  an  estimate  of  2.7  x  10 
Ca  atoms  evaporating  from  the  cathode  at  t  =  100  hours  to  be  made. 
I4|  ( H )  is  still  valid. 

Not  all  the  ealeiui  atoms,  evaporating  from  the  cathode 
enter  the  laser  beam.  T<>  si  e  an  exact  calculation  of  the  aver¬ 
age  number  of  atoms  entering  the  beam,  the  distribution  function 
f  (V,  0)  of  the  evolving  atoms  must  be  known  where  V  is  the  ve¬ 
locity  and  0  is  the  angle  of  departure  from  the  cathode  surface. 

An  estimate  rather  than  an  exact  calculation  must  suffice  because 
f  (V,  0)  is  not  known.  Assume  that  all  the  atoms  entering  the 
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Table  I 


Comparison  of  Barium  Evaporation  Rates 
as  a  Function  of  Temperature 


Approx  Cathode 

Temp  (°K) 

P'Ba 

(Ref  22:50) 

(  x  1 0^ ^ ) (atoms/sec ) 

RBa 

(Ref  23:56) 

(  x  10^ ^) (atoms/sec ) 

900 

2.0 

3.7 

950 

2.7 

3.8 

1  000 

5.4 

4 . 1 

1050 

7.8 

4.4 

1  1  1)0 

5*; 

6.0 

U’0  0 

A 

6.7 

1  3  0  U 

* 

5 . 6 

*  Not  reported 

beam  came  from  the  area  of  the  cathode  directly  beneath  the  beam. 
This  is  tantamount  to  saying  that  all  the  atoms  evaporate  per¬ 
pendicularly  from  the  cathode  with  no  angular  distribution.  For 
calcium  atoms,  this  is  not  a  bad  assumption  of  the  results  of 
recent  studies,  which  state  the  absence  if  calcium  from  the  cath¬ 
ode  surd  ace,  are  accepted  as.  valid.  Then,  if  there  is  no  Ca  on 
the  surface,  any  calcium  gas  escaping  the  cathode  must  have 
evolved  deep  within  the  surface  pores.  If  the  pore  axes  are  as¬ 
sumed  to  be  parallel  to  the  normal  to  the  cathode  surface,  only 
those  atoms  moving  pa rail  el  to  the  normal  would  escape.  With 
the  above  assumption,  the  number  of  atoms  entering  the  beam  is 


the  above  assumption,  the  number  of  atoms  entering  the  beam  is 
illustrated  (Figure  6). 
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whore 


II  =  TOTAL  N  FROJFCTFD  AREA  .  . 

TOTAL  AREA 

TC'J’AI.  II  i:  2.7  v  10*  i’a  atnmr./noo 

1  Rod  Ei  'TED  AREA  is.  area  of  beam  projection  onto  cathode 
TOTAL  AREA  is  tol.il  cathode  area 


Using  the  dimensions  ( P  -  0. 7f>?  cm)  of  the  cathode  employed  in 
the  experiment  (Ret  3)  and  a  typical  beam  diameter  ol  0 . 5  mm 
(Ret  2  ft )  ,  N  is,  about  2.3  x  10^  a  toms  /sec. 

Th"  detected  fluorescent  power  for  a  particular  transi- 

t ion  i  s 


(Humber  of  detected  fluorescent  counts/sec)  0  3) 
'( hu) 


-a 


and  equating  Eq  (13)  to  Zemyan ' s  Eq  (13)  (Ref  22:20) 

D  "  hu  =  Shu  N  v  (V  )  (14) 

f  t  c 

— T~ 

8tt  D 

where 

Djr  is  number  of  detected  fluorescent  counts 
(counts/sec) 

h  is  Planck's  constant  (joule -sec) 

u  is  the  transition  frequency  (sec  ^ ) 

5  is  the  average  number  of  times  an  atom  spontan¬ 

eously  radiates  at  the  given  frequency  in  pass¬ 
ing  through  the  beam 

3 

Nt  is  the  number'  density  of  atoms  (atoms/cm  ) 

v  is  the  root  mean  square  atomic  velocity  (m/sec) 

D  is  the  beam  diameter  (m) 

V  Jlc  is  related  to  the  detection  optics  and  detection 
efficiency 

ir;  given  in  terms  of  the  evaporation  rate,  velocity  of  escap¬ 
ing,  atoms,  and  cathode  area  as 

N(  =  Evaporation  rate  (15) 

V  '•  "A' 

is  c.j  i .  uj  1  aid  e  since  all  the  terms  on  the  right  hand  side  of 

Eq  (If)  are  Known.  It  remains  t o  determine  S  in  Eq  (14).  A  typ- 

-14  3 

ical  value  |  or'  V  rb  of  4.18P  x  in  stern-m  ,  as  calculated  by 
Kasper,  eoKipletes  the  intorm.it  ion  needed  to  determine  the  expected 
number'  ot  fluorescent  counts,  Dj  from  Eq  (14). 

To  find  S,  it  is  sufficient  to  know  the  Einstein  coeffic¬ 
ients  for  the  transition  4p^P*  *4s^Sq,  the  branching  ratio,  and 
the  amount  of  time  the  atoms  spend  in  the  beam.  There  are  sev- 
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eral  energy  levels  between  the  4p^P^  state  and  “the  ground  state. 

13  3 

They  are  the  3d  ,  3d  ^  ^  and  4P  1  2  states*  Examination 

of  the  Orotrian  diagrams  and  a  listing  of  observed  transitions 

for  calcium  reveals  that  the  4p^P^  state  relaxes  directly  to  the 

ground  state  with  a  branching,  ratio  of  100%  (Ref  26:340-358  , 

30:401-404).  The  branching  ratio  allows  the  transition  4s^S^“^ 

1  ° 

4 p  Pj  (4326  A)  to  be  modeled  as  a  two  level  system  (Figure  7). 
The  average  number  of  spontaneous  emissions  per  atom  per  unit  of 


time  in  the  laser  beam  i 


o 


(16) 


whore 

f.  is.  (he  number*  <>l  spontaneous  emissions /atom 

Tt  is  the  total  time  the  atom  spends  in  the  beam 

F  is  the  fraction  of  transitions  that  are  spontaneous 

T  is  the  time  for*  the  atom  to  complete  one  transition 

cycle 


4  p 1 T 


|l  c-  ^  c* 

’  •>  t 


Level  2 


Level  1 


Figure  7.  Two  bevel  Model  of  Transition 
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•A  *• 


Referring  to  Figure  7, 


and 


where 


A2i  +  BpiP  CvO 


21 

A21+B21p  ^ U  ^ 


12 


1 

p  (u ) 


(17) 


A0,  is  Einstein  coefficient  of  spontaneous  emis- 

1  sion  (sec--*-) 

B2]  p(u)  is  rate  of  stimulated  emission  (sec  ^) 

B^2  p(u)  is  the  rate  of  absorption  (sec  ^) 

p  (u)  is  the  spectral  energy  density  of  the  radiation 

i  io  L il  .  Jou  1 o . 

(  2  ' 
m-hz 

Quenching  has  been  ignored  because  of  the  low  pressure  in  the  test 
cell.  By  use  of  the  following,  relationships  and  knowledge  of  A^-j  , 
g  ,  and  g^  for  the  transition  (Kef  ?7:E-314), 


A 


and 


Jil 

> 

71 


Bl?tl] 


8-iihu 


3 


3 


(19) 


(20) 


where 


P  is  incident  laser  power  (watts) 

2 

A  is  beam  cross  sectional  area  (m  ) 
Au  is  the  laser  line  width  (hz) 
c  is  the  speed  ol  light  (in/ sec) 


From  experience,  the  apparatus  has  been  found  to  deliver  50-100 
mW  to  the  test  cell .  Choosing  the  lower  value  to  be  conservative 

and  using  typical  values  of  .5  mm  for  the  beam  diameter  and  10 

-14 

('.Hz  for  Au,  one  finds  p(u)  to  he  8.5  x  10  ,Joule-sec, .  The 

(  3  ; 


total  time  is  just 


T  =  Beam  diameter 
r  V 

rms 


The  F<p;  (16)-(2?)  yield  an  approx  i  mate  value  of  94  for  P .  Eval¬ 


uation  ol  Fq  (14)  reveals  that  an  expected  fluorescent  count  rate 


of  about.  G  x  10'  count s/soc  would  be  detected  under  the  operating 
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’iii'i'  8.  Apparatus  to  Del  ret  Calcium  -- 

3] 


Approach  1 


Descript  ion  of  Operat  ion 

A  pump  laser  (351-363  nm  and  1.5  W  output)  excites  a  tun¬ 
able  dye  laser  (Spectra  Physics  model  375)  charged  with  Stilbene 

O 

420  dye.  The  dye  laser  is  tuned  roughly  to  4226  A  by  diverting 
the  output  beam  into  a  0.5  meter  Chert  monochromator.  Tine 
tuning  to  the  atomic  transition  is  accomplished  and  continuously 
monitored  by  the  optogal vanie  effect  in  the  calcium  hollow  cath¬ 
ode  tube.  The  gas  discharge  in  the  tube  reaches  a  steady  state 
unless  disturbed  by  radiation  of  a  wavelength  matching  an  atomic 
transition  of  one  of  the  gas  species.  The  voltage  across  the 
gus  discharge  is  monitored  for  the  optogalvanic  effect  by  a  phase 
loci  amplifier. 

Once  the  laser  beam  is.  tuned  to  a  resonance  wavelength, 
it  is  focused  by  a  lens  and  passed  through  the  evacuated  test 
coll  parallel  to  the  top  of  the  cathode  and  perpendicular  to  the 
view  port.  Fluorescent  radiation  from  the  evaporant  passes  through 
tiii-  v  i  rw  port  and  is  loeused  on  the  input  slit  of  a  0.25  m  Ebert 
monochromator.  The  mom -chroma tor  in  tuned  to  the  resonance  transi- 
lion  thu..  acting  as  a  filter  to  background  radiation. 

The  fluorescent  radiation  in  then  passed  through  the  photon 
count  ing  system  which  consists  of  the  photomultiplier  tube  (RCA 
H 8  5 0  )  ,  an  arnpJ i 1 ier/d iscriminator ,  and  a  photon  counter/processor. 
The  eount  ing  system  is.  synchronised  with  muLiliaiiicai  chopper 
which  chops  the  laser  beam  before  it  enters  the  test  cell.  Chop- 
pins  the  beam  allows  for  separation  of  the  background  from  the 
,  ignal  by  act  iv.it  ion  of  two  counters  corresponding  to  the  laser 


Approach  II.  Double  Pumping  o I  the  Calcium  Atoms 

Although  the  4s^S^F — *4p^P^  (6573  A)  transition  is  easily 

excited  t. v  a  laser  operating  with  R64  0  dye,  the  metastable  nature 

of  the  upper  state  denies  detection  of  calcium  by  monitoring  fluo 

3 

rescence  from  the  4p  p^  state.  If,  however,  the  atoms  are  double 

3 

pumped  from  the  4p  p  state  +o  another  state  which  has  a  short 
lifetime,  t he  1 luorescenee  from  the  uppermost  state  could  be  mon¬ 
itored  and  related  to  the  calcium  evaporation  rate.  There  are 
two  i  mp  1  ways  to  gain  double  pumping:  one  is  to  use  a  flash 

3 

Lamp  to  excite  absorption  from  the  4p  P  state,  and  the  second 
is  to  col  linearly  irradiate  the  atoms  with  a  second  laser  beam 


figure  3. 


Illustration  ol  Two  Methods  of  Double  Pumping 


used  by  workers  measuring  the  4p  state  lifetime  (Ref  28:31). 
Figure  9  illustrates  the  two  methods. 

3 

First  the  calcium  atoms  are  pumped  by  a  laser  to  the  4p 
state  and  then  to  a  second  level.  Obviously,  there  are  three 
criteria  relevant  to  the  second  level.  The  level  must  be  sepa- 

3 

rated  from  the  4p  P^  state  by  an  energy  difference  that  is  with- 

_7 

in  dye  laser  range.  The  level  should  have  a  short  lifetime  (10 
sec  or  shorter).  Finally,  the  second  level  should  relax  by  only 
one  or  at  most  two  paths  to  lower  levels.  A  perusal  of  refer- 

.  3 

ences  (26)  and  (30)  leads,  to  the  two  possibilities  of  4p  P*  ▼ 
(GL22  A)  and  4p3P*--»4d''D7  (4435  A).  Baskin's  Grotrian 

3  1  o 

diagram  also  lists  a  4p  P  — -f*  !>:;  So  (  5581.97  A)  intercombma- 

U  ,  |  ,  , 

t  ion  (Bet  70:358),  but  Striganov  disagrees,  listing  it  as  3d  D*  9 
4p'3P^  (Bet  30:402).  The  liietime  for  the  4d3D2  state  is  1.5  x 
10-8  sec  and  lor  the  5 r 3 G ^  is  3.5  x  10~8  sec  (Ref  27:E-342). 

3 

Both  love  Jr,  apparently  relax  to  the  4d  P^  state  only  and  the 
4d  V|  state  relaxes  to  the  4s*. So  state  only,  thus  simplifying 
the  analysis  considerably.  This  approach  reduces  to  a  three 
1  i've  1  mi  >i  lei  (  F  i  g  are  10). 

Since  level  2  is  inetastalde  with  a  lifetime  that  is  long 

•  •  <  >iuj  ..  j  r  ••  1 1  l.o  tlii  t  i  me  the  atoms  arc  in  the  laser  beam,  the  three 

level  nimle)  can  be  approximated  as.  a  two  level  model  between 

levels,  2  and  3.  Then  it  similar  calculations  are  made  as  for 
11° 

4  '  ’  S  $  *  4|i'Fj  (4226  A)  transition,  the  expected  flourescent  signal 

3  3  3 

detected  is  about  1.3  x  10'  eount s./s.oe  for  the  4p  P.*“*4d 

O  7  3  -  m  3 

(4435  A)  transition  and  6xlL)'  counts/sec  for  the  4p'  P-J^^Ss" 


((■122  A)  transition.  A  p"(u)of  8.5  x  10'^  Joul£  corresponding 

m  -HZ, 

to  a  Jyr  laser  power  output  ot  50  mW  was  assumed. 

The  conclusion  is  that  this  approach  is  feasible  for  the 

o  _  o 

44  35  A  t  ran:-,  i  t  ion  and  un t  ear,  i  Me  for  the  6122  A  transition  based 

upon  the  criteria  developed  earlier  in  the  problem  analysis  sec- 

3  3 

tion.  Since  the  4p  P* — ?4d  n,,  transition  would  require  the  dye 

I  / 

laser  to  incorporate  St il bone  420  dye,  this  approach  has  no  ad¬ 
vantages  over  the  first  considered. 


Approach  III.  Ionization 


Atoms  can  be  ionized  either  by  absorption  of  light  quanta, 
field  ionization,  or  inelastic  collisions  with  electrons,  neutral 
particles,  or  ions.  Impact  ionization  requires  elaborate  appara¬ 
tus  to  focus  and  ionize  the  atomic  beam.  Since  the  atomic  beam 
must  be  dense  to  offset  the  sparsity  of  Ca  atoms,  impact  ioniza¬ 
tion  is  not  well  suited  to  the  problem.  A  dense  beam  could  scat¬ 
ter  and  erode  the  cathode  surface.  Field  ionization  was  not  in¬ 
vestigated  because  of  time  constraints.  The  remaining  option  is 
ionization  by  light  quanta. 

I.'xcited  atoms  are  easier  to  ionize  than  those  in  the 
ground  state.  Since  the  first  ionization  energy  of  calcium  is 
6.11  eV,  excitation  of  the  atoms  is  necessary  to  achieve  ioniza¬ 
tion  by  absorption  of  light  quanta.  Unfortunately,  the  calcium 
atoms  do  not  leave  the  cathode  in  an  excited  state.  Comparison 
e  f  the  number  of  atoms  in  the  lowest  excited  state  to  the  ground 
state  at  the  cathode  operating  temperature  (1050°  C)  gives 


o-^/kT 

e-VkT 


1  0 


-11 


(23) 


It  the  calcium  atoms  are  excited  by  a  laser  beam  before  being 
ionized  by  further  absorption  of  light  quanta,  the  task  is  made 
easier  (Figure  11).  I.'xei  tat  ion  to  a  metastable  ^evel  is  pref¬ 
erable  so  tti.it  losses  from  t  tie  excited  level  to  ground  state  are 

negligible  over  the  time  span  the  atoms  are  in  the  beam.  Ioni- 

1  •  .  ° 
zation  <  > 1  calcium  from  the  Up  1'^  state  requires  light  of  3904  A 

3  ° 

and  from  the  Up  p  state  light  ol  2935  A.  Incandescent  lamps. 


3  b 


enclosed  low  pressure  arcs,  and  metallic  arcs  with  incandescent 
electrode  are  all  sources  of  continuous  spectra  in  the  near  ultra 
violet  range  (Kef  3  3  : 1  t>b- 1 98  ) .  I'ip,ure  12  delineates  an  experi¬ 
mental  setup. 


figure  I).  Ionisation  Limit  of  Calcium 


Tin-  maximum  signal  th.it  such  a  configuration  could  pro¬ 
duce  i 

I  --  (24) 

who  re 

t  is  the  time  of  charge  collection  (sec) 


is  number  of  Ca  atom:;  entering  ionization  volume 

(atoms/sec) 


—  1  Q 

■  •  i  the  fundamental  electric  charge  (1.6  x  10  coul) 
1' .  is  i  rue  ti<-n  of  Ca  atoms  ionized 

l 

1  is  traction  ol  .-lee  t  rons  collected 
c 

Tf  .ill  the  atoms  were  ionized,  all  the  resultant  electrons  were 
collected,  and  tliere  were  no  leakage  of  cathode  produced  elec¬ 
trons  pant  the  negative  plate  at  the  ionization  volume  boundary, 

-10  9 

the  maximum  signal  is  4.3  x  10  ‘  Amps  for  2.7  x  10  atoms /sec 
being  ionized.  Of  course  f.  and  f  are  not  ever  going  to  be  unity 
However,  pico  coulomb  currents  are  measurable.  Conservatively, 
if  only  1%  of  the  atoms  are  ionized  and  10%  of  those  are  collected 
the  current  would  he  measurable. 

Th"  conclusion  is  that  detection  oi  calcium  atoms  by  ioni- 
;;,i  t  ion  is  feasible.  I'raetical  considerations  could  become  a  prob¬ 
lem  though.  In  t  rt  .duct  i  on  of  charged  plates  to  collect  the  ioni- 
;:af  ion  current  could  have  an  unknown  effect  on  the  evaporation 
characteristics  of  the  cathode.  This  method  should  be  considered 
only  if  the  first  approach  discussed  cannot  be  made  to  work. 

He : ;er  i  pt  ion  o  t  Operat  i  on 

The  pump  laser  excites  the  dye  laser  which  is  tuned  to 

O 

0573  A.  The  dye  laser  beam  is  focused  above  the  cathode,  excit- 

3 

:ng  flu?  evaporating  Ca  atoms  to  the  4p  metastable  state.  The 
excited  atoms  pass  through  the  slit  in  the  lower  electrode  which 
is  negatively  charged  to  deflect  the  cathode  emission  current.  A 

O  , 

UV  light  source  with  a  component  at  2935  A  in  synchronization 
with  the  chopper  open  interval  is  focused  into  the  volume  between 
the  electrodes.  The  excited  Ca  atoms  are  ionized  and  the  ioniza- 


tion  current  is  collected  by  the  positively  charged  upper  elec¬ 


trode.  If  the  view  port  is  constructed  of  material  transparent 
to  the  UV  spectrum,  the  light  source  could  be  external  to  the 
test  cell. 

Other  Methods  Consi dereri 

Sensitized  fluorescence  and  stimulated  emission  were  con¬ 
sidered  and  discarded  as  viable  methods  of  detecting  and  measur¬ 
ing  calcium  evaporation  rates.  Sensitized  fluorescence  occurs 
in  gases  and  liquids,  when  excited  atoms  of  one  type  (donor  atoms) 
transfer  the  excitation  energy  to  atoms  of  another  type  (acceptor 
atoms).  The  transfer  of  energy  occurs  only  if  the  acceptor  atom 
has  an  unoccupied  electron  energy  level  of  near  resonance  to  that 

ol  the  donor  atom.  Thus,  in  principle,  calcium  could  be  excited 

3 

to  the  4p  1'^  state,  transfer  its  excitation  energy  to  an  acceptor 
atom's  short  lived  level,  and  the  resultant  fluorescence  measured. 
There  are  three  compelling  reasons  why  sensitized  fluorescence  is 
not  suitable  to  the  problem: 

(l)  !o ironing  or  ion  sputtering  of  the  cathode  by  accep¬ 
tor  gar  (  !  31*  :  «//  )  . 

Acceptor  gas  pressure  would  have  to  be  on  the  order 
of  inTorr  for  the  probability  energy  transfer  to  be 
s i gn i f i can t . 

(3)  Calculating  the  event  cross  section  and  energy  trans¬ 
fer  rate  falls  into  the  category  of  quantum  mechan¬ 
ical  "hard  problem".  It  is  doubtful  that  a  quanti¬ 
tative  relation  between  the  sensitized  fluorescence 
intensity  and  calcium  evaporation  rates  could  be  de- 
r i ved . 
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3 

Boosting  the  stimulated  emission  rate  from  the  4p  state 

was  also  considered.  Enhancement  of  the  stimulated  emission  rate 

above  the  natural  rate  requires  population  inversion.  Population 

inversion  cannot  be  accomplished  via  a  two  step  pumping  scheme 
1  3 

such  as  the  4s  SJ6  ^4 p  p  transition.  The  calcium  electronic 
structure  doer,  not  lend  itself  to  the  ideal  three  or  four  step 
pumping  scheme  (figure  13). 


Figure  13.  Ideal  lumping  Schemes  for  Inversion  (Ref  37:10) 


Wa  ve  ]  erj£j  h  E  i  l  i  1 » ) •■  1 1  i  < » r i 

All  of  the  methods  discussed  require  setting  a  laser  at  a 
specif  ic  wavelength.  Tuning,  the  laser  via  the  optogalvanic  ef- 

O 

feet  is  only  applicable  for  4??6  A  because  that  is  the  only  cal¬ 
cium  transition  the  calcium  hollow  cathode  tube  responds  to. 
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Tuning  to  the  6573  A,  6122  A  or  44  35  A  transitions  must  be  ac¬ 
complished  in  some  other  way. 

Ho s t  modern  wavemeters  employ  inter! erometry  to  measure 
wavelength.  Other  methods  measure  the  absolute  frequency  of  the 
laser  from  which  the  wavelength  is  obtained  by  the  relationship 
e/ u  (Ret  35:189-195).  Hiinsch  has  devised  a  self-calibrating 
grating  lor  wavelength  measurement  which  is  superior  to  conven¬ 
tional  interferometric  methods  (Ref  36:423).  In  future  experi¬ 
ments  involving  laser  induced  fluorescence  where  the  optogalvanic 
effect  is  not  suitable  for  measuring  the  laser  wavelength,  Hansch's 
method  could  be  employed. 


4  2 


III.  Direct  I  on  o  f  Future  Experiments 

The  ultimate  goal  of  using  laser  induced  fluorescence 
to  study  the  behavior  of  cathode  evaporants  is  to  gather  enough 
significant  data  to  construct  a  model  of  cathode  physics.  Per¬ 
haps  lifetime  studies  of  evaporants  may  not  contribute  as  greatly 
to  the  goal  as  first  envisioned.  Lifetime  studies  of  evaporation 
rates  ..ire  not  amenable  to  being  conducted  in  a  thesis  quarter 
because  of  time  constraints.  Accelerated  lifetime  tests  are  ham¬ 
pered  by  early  heater  filament  degradation  and  failure.  The  fil¬ 
ament  omissions  from  overheated  cathodes  also  coat  and  block  the 
view  port.  More  ominous  is  the  lack  of  correlation  between  evap- 

orant  behaviors  reported  by  various  researchers.  Tor  instance, 

-0  5 

one  researcher  reported  a  t  '  decrease  xn  evaporation  rate 
(Kef  14:154)  while  another  doing  an  accelerated  test  reported  a 
constant  evaporation  rate  (Ref  13:170).  It  is  likely  that  the 
evaporut.  ion  rate  is  a  complicated  function  of  temperature  and  no 
one  funtionul  rel  at  ionr.h  i  p  describes  evaporation  rate  as  a  func- 
l  loii  id  i  i  me  tor  all  temperatures. 

He!  .j-e  .my  t  net  hei  attempts,  are  made  to  quant  i  f  y  calcium 
evaporut  i  *  *  1 1  rate;. ,  it  mu  .  t  Lie  useerl  ained  that  calcium  does  in¬ 
deed  evaporate  from  tin.-  cathode.  The  preponderance  of  experiment al 
evidence  indicates  that  calcium  does  evaporate  from  modern  cathodes 
(Kef  14,  1 5 )  despite  the  perplexing  absence  of  calcium  in  the  evap- 
nr-.int  stream  reported  by  one  researcher  (Ref  11:255  ).  A  Varian 
Partial  Pressure  Gauge  (PPG)  operated  in  the  mass  spectrometer  mode 


and  mounted  t. « > 


intercept  t  tie  evapor-ant  stream  could  provide  a  de- 


•  .  .  -12 

tectiorr  capability  for  calcium  with  a  10  Torr  sensitivity 
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(i.e.,  about  8  x  10  Ca  atoms  in  a  volume  of  .025m  at  293  K) . 

Mso,  the  evaporunt  that  plates  out  on  the  cold  finger  could  be 
chemically  analyzed  for  calcium.  It  would  be  necessary  to  en¬ 
sure  that  any  calcium  deposited  was  not  solely  the  result  of 
surface  detritus  left  on  the  cathode  surface  from  the  manufac¬ 
turing  process. 

The  test  cell  configuration  presently  includes  a  PPG 
which  is  mounted  about  12  inches  to  one  side  of  the  cathode. 

There  arc  t.  wo  ')u"  bends,  in  the  I  i  rich  tubing  which  connects  the 
point  of  uv'orj:,  to  the  rv.irn.-iti'd  volume  and  the  test  cell 

containing,  t  he  cathode.  «'e.  metre  renders  it  unlikely  that  any 
Ca  gas  will  neg.d  i  at  e  Hi”  »  ub  i  n,’  t  •  •  reach  the  PPG.  Nevertheless, 
a  number  of  mass,  spectra  v;.  •  >••  •  t  at  on  w  i  t  ti  the  cathode  operating 
at  different  t  empera  t  ut”.  .  id.ua  1  a  t  omos.pher  i  c  gases  limited 

the  PPG  sensitivity  to  10”  *  Torr.  Calcium  war.  not  observed  in 
the  mans  spectra. 

father  than  pursuing  o.t  lorat  ssl  Liietime  tests,  it  miglit 
prove  more  fruit  l  u  1  to  examine  evaporation  rates  as.  a  function 
o I  temperature  and  then  try  to  f  it  these  rates  to  models  of  ad- 
ditive  movement  within  the  cathode  ba:  '”1  upon  ktmdsen  flow,  dif¬ 
fusion,  and  migraf  ion.  An  i  n  t  <-r-  -s  t  i  ur  phenomenon  involving,  an 
increase  in  evaporation  rate  unt  iJ  1 2  00*’  K  was  reached,  followed 
by  •  i  <terr  ease  < » I  evapoTMt  ion  rate,  was  observed  bv  Kasper  (Kef 
.’  <  :  '■>’).  Appendix  A  detail  otm  I  urt  her  experiment  s  to  charac¬ 
terise  this,  phenomenon.  Modeling  o*  the  evaporation  rate  as  a 


function  of  temperature  might  also  be  useful  in  answering  the 
tol  lowing  quest  ion::.: 

(1)  Doee,  the  additive  evaporate  ‘  i  win  the  surface,  the 
pores,  or  both? 

(?)  II  it  evaporate:;  from  the  surface,  how  is  the  mono- 
.1  aye t >  rep  1  on  i  sited  ? 

(?)  What  is  the  replenishment  rate  to  the  surface  de¬ 
pendent  on? 


IV. 


Conclusion-;  and  Recommendations 


Cone  )  ns  i .  ■  r i  .0 

Three  method:;  o!  detect  ini’  and  measuring  calcium  evapora- 

t  i  .>n  rate.  w<  explored.  I,.i:',r  induced  retionance  fluorescence 

of  tin-  4>  *  *  l’.  (42.'h  a)  transition  appears  to  be  feasible 

0  1 

ari'l  the  easiest  to  implement.  Double  pumping  of  the  calcium 
atoms  f  T'om  the  'V  state  to  a  state  of  shorter  lifetime  is  fea- 
sible  lor  the  4  j»  ‘D^-^4d‘'P?  transition,  but  nothing  is  gained 
in  ease  .  ,f  expat  i mental  technique  over'  the  4s^Sj^-:>'4p^Pj  transi¬ 
tion.  Ionization  of  the  calcium  atoms  and  measurement  of  the 
ion  current  i.  tear,  ible  but  would  require  significant  alteration 
<>t  the  .  1  pp.  1  r.  1 1  ii  and  an  a  I  t  .  •  r  tii  t  i  ve  to  the-  optogalvanic  effect 
tor  tuning,  tie-  !  1  er.  it  has.  no  advantages  over  the  resonance 
f  .1  uoroso.  use  .  i ,  ■  i  ■  i  a  <.  1 '  t. .  The  resonance  fluorescence  approach  re¬ 
quires  only  that  the  pump  lager  he  changed  since  the  present  ar- 


gon  pump  1. 

1  ■'  r 

iMTl  1 

lei  i  '/• 

•r  a  maximum  of  60  mW  of  power  to  the 

d'/e  la:-"! 

it  t  !. 

•  *  lit  M 

i",  w  1  v '  1  eng  ths  . 

I-  •  ■ .  •  1  'Tnm>  ■  1 1  ■ ;  1 1  1  r . 

T.'g  f  ■!  !•  v.'iii)’  I'm  cun. Midi  t  ion.,  ire  ottered: 

(1)  /•:  ...  1  a  iii  that  ealeium  1  s  evaporating  from  the  cath- 


ode 

fy  use  0! 

a  i  VC 

1  .per  a  ting. 

in  the  mass 

spectrometer 

mode 

or-  by  cite 

nd  o- a  1 

analysi s . 

Dm:/ 

e  1  i  let ime 

st  ud 

ies  and  concentrate  on 

understand- 

i  1 1  g. 

t  h'g  temp'  •  r  • 

a  t  lire 

■  dependence 

ol  the  evaporation 

r- ate 

of  barium 

and 

c  i.leium. 

(t)  Model  the  mechanism  by  which  barium/calcium  reach  the 


cathode  surface. 


(4)  Use  c.reen's  model  to  calculate  the  expected  decrease 
in  work  function  and  compare  with  experimental  re¬ 
sults  ( Pe f  ?0 ) . 

('>)  Redesign  the  bellows  adjustment  mechanism  that  con¬ 
trol:,  the  cathode  placement.  The  present  mechanism 
is  wobbly  and  difficult  to  work  with. 

(••)  Do  ipn  a  stable,  adjustable  mount  for  the  detection 

optic;.  The  adjustment  controls  should  be  calibrated 
so  that  positioning  Is  reproducible. 
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APPL'NDIX  A 


Investigation  of  Evaporation  Rate  Phenomenon 
Re ported  by  Kasper 


Kasper  measured  a  barium  evaporation  rate  that  increased 
with  temperature  until  a  peak  wan  reached  at  about  1200°  K,  sub¬ 
sequently  decreasing  with  increasing  cathode  temperature  (Ref 
23:38).  Zemyan’s  data  spanned  900-1050°  K  and  thus  does  not 
corroborate  Kasper's  observation  (Ref  22:51).  Is  the  phenomenon 
noted  by  Kasper  a  result  of  cathode  physics  or  is  it  a  function 
of  the  photon  counting  system? 

The  photon  counting  system  used  by  Kasper  consists  of  an 
RCA  8850  photomultiplier  tube  (PMT),  an  EG£G  Princeton  Applied 
Research  model  1121A  ampli f ior-discriminator ,  and  an  EG£G  Prince 
tan  Applied  Research  model  1112  photon  counter/processor  (Figure 


A-  1  )  . 


Figure  A-i.  Schematic  of  Photon  Counting  System  (Ref  38:11-2) 
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The  maximum  number  of  events  the  system  can  count  per 
•second  depends  upon  the  dead  time,  resolving  time,  and  the  response 
ehuructerist ic  (paralyzable  or'  nonparulyzable)  of  the  PMT  and  dis¬ 
criminator.  The  photon  counter  is  also  limited  to  a  maximum  data 
count  of  99999999  per  interval  of  measurement  time.  Any  counts 
exceeding  the  limit  are  lost.  The  PMT  is  a  paralyzable  counter 
while  the  discriminator  is  nonparulyzable .  The  difference  between 
a  para  1 yzuble  and  nonparulyzable  counter  is  that  the  dead  time 
increase::  with  i  nr  reus  I  up,  input  rate  for  the  former  and  is  a  con¬ 
stant  value  indejendent  ot  the  input  rate  for  the  latter.  Dead 
time  is  the  interval  during  which  the  counter  cannot  recognize 
another  pulse  because  it  has  been  desensitized  by  the  previous 
pulse.  leso.1  v  i  ng  1  i  me  i  s  a  measure  oi  how  close  together  two  e- 
ventt:  can  occur  and  still  he  distinguishable  as  separate  events 
bv  tin'  counter.  When  the  input  pulse  rate  exceeds  the  resolving 
time  eh  1  he  counter,  pulse  pile  up  error  occurs.  The  counter  adds 
the  pulses  it  s.ees  within  the  resolving  time  interval  into  one 
pulse.  While  the  counter  if;  processing,  one  pulse,  it  cannot  de¬ 
lect  .a,,  a  her  incoming  pulse  and  hence  is  "dead".  Figure  A-2  dis¬ 
play:  the  rei.it  ionc.hip  ot  input  pulse  rate  to  output  pulses  counted 
tor  pai  a  1  '/Zable  and  non  pa  ra  I  vzu  b  1  e  counters. 

Since  the  resolving  time  of  typical  PMTs  is  10-40  ns,  pulse 

pile  up  error  in  the  PMT  would  be  observable  in  the  range  of  2.5  x 
7  8 

10  to  1  x  10  input  puLsos/sec .  Kasper's  laboratory  notebook  in¬ 
dicates  that  he  had  to  operate  the  discrimator  in  the  PRESCALE 
mode  which  meant;  that  there  was  a  pulse  pile  up  error  exceeding 
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1%  (Hot  l'J:IV-8).  The  evaporation  vs  temperature  curve  reported 
by  Kasper  looks  suspiciously  like  the  result  of  the  PMT  operat¬ 
ing  in  the  paralyzed  rep, ion.  An  experiment  was  conducted  to  test 
the  photon  counting  system. 


Kxpc r i men t  al  Procedure 

Measure  the  evaporation  rate  of  barium  vs  cathode  temper¬ 
ature  at  different'  incident  laser  powers.  Graph  the  fluorescent 
count  rule  vs  temperature  lor  different  laser  power.  The  author 
used  an  SI.FV  cathode  while  Kasper  and  Zemyan  used  a  type  B  cathode 
1  the  evuporut  ion  curve  reported  by  Kasper  is  a  result  of  cathode 
phy:  ies,  one  would  expect  a  set  of  curves  similar  to  Figure  A-3a . 

Tt  the  phenomenon  i s  a  function  of  pulse  pile  up  error  in  the 
''omit  ini’,  system,  one  would  expect  a  set  of  curves  similar  to  Fig¬ 
ure  A- lb.  There  is  one  other  behavior  (Figure  A-3c)  which  could 


be  expect  id  as  ,t  result  ol  saturation  of  the  fluorescent  transi- 


tion.  Since  the  evaporation  rate  of  barium  cannot  exceed  the 
replenishment  rate  to  the  surface  from  the  reservoir,  there  is 
conceivably  an  upper  limit  to  the  evaporation  rate  as  the  temp- 
ature  increases, .  Also,  for  any  specific  incident  laser  power 
the  fluorescing  transition  saturates  and  the  signal  should  ap¬ 
proach  some  constant  value. 

Two  sets  <>t  experimental  data  were  taken.  The  first 
( shown  in  fig.up"  A.-'t )  corresponds  to  figure  A-3a  in  that  the 
peal  i  e  1  a  t  i  ve  «■  y  ip. <r'a t.  i .  n  rarer,  tea’  each  laser  power  occur  at 
the  some  temperature,  in  this,  instance  1050°  K  instead  of  1200° 

K  as,  Kasper  found.  There  are  several  oddities  not  observed  by 
Kasper,  spec  i  )  i c a  1 1 y ,  the  dip  at  1  000°  K  and  the  plateau  between 
1  ISO  and  12  50"  K  for  the  lower  laser  powers  with  a  corresponding 
second  pc  i!  lor  t  tie  higher  powers  in  the  same  temperature  range 
(figure  a - 4 ) .  Note  also  the  inversion  of  the  100  mW  curve  with 

the  KOmW  curve  which  may  he  caused  by  the  mode  structure  of  the 
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nice  ol  pump 

la  et  in  ’  di!  ’  f  h  •  I  ree  w  i :  table  tor  the  duration  of 

iii-  ■  i  s  i j  r»  'Hr  1 1 1  .  a  i  Mi ,  ft,  1 1 id  Mi  in W . 

"'h"  I  ;  e  |  del  a  was  taken  a  lew  days,  alter  the 

fir-i  i  ■  e,  a  i  •  •!  iif  I  lie  I  i  r  I  .  I  hi  I  n  r  I  una  f  e  I  y  ,  the  del  eet  ion 
opt  ic.;  I,  id  be.  n  i  ati  ed  enough  to  make  did  ect  ion  ot  fluorescence 
impossible.  Alter'  'rea  J  i  truiienf  of  the  detection  optics. 


data  was 


taken  .uni  tin-  result  unt  curve  at  50  mW  appears  to  follow  the  be¬ 
havior1  noted  by  Kasper  with  t  lie  exception  of  the  peak  being  shif¬ 
ted  from  1200  to  1000°  K  (figure  A-5).  The  experiment  was  termi¬ 
nate!  lit  1150°  K  (.luring  taking  of  the  second  set  of  data  because 
the  pump  i user  tailed.  Data  for1  1100°  K  was  not  included  because 
ot  pump  laser  instability  during  Lhe  measurements.  Note  that  the 
100  mW  curve  1 ies  below  the  80  mW  curve  again. 

The  graphs  in  Figures.  A-4  and  A-5  are  of  relative  evapo¬ 
ration  rates.  That  is,  Zeinyan's  basic  equation  (Ref  22:21): 


,.  -  ( • 7 ) 8TT  2  f  -  n  i _ 

t  i)9  hd  v  ilc  V 

O 


( A-l ) 


where  the  quantities  are  the  same  as  noted  after  Eq  (14)  in  the 
main  body  of  this  paper ,  was  rewritten  in  the  torm 

9 

M  VjA  (k\j  )  =  (  .  7 )  8  tr  ‘  (H  fluorescent  counts  '  h )  ^  .  ^ 

(A- 2 

The  left  hand  side  ot  (A-?)  is  t he  evaporation  rate  times  a  con¬ 
stant.  Expressing  (A-l)  in  this  manner  precludes  the  necessity 
ot  conducting  Rayleigh  scattering  on  in  the  test  cell  to  de¬ 
termine  ih.  V  .  The  obvious,  advantages  arc  that  it  time  am. 

e 

; a v e s  exposure  o!  the  cathode  to  atmospheric  pressure.  11  a 
standard  !2f  V  i  r  chosen,  then  all  set::  of  data  can  be  normal  i  xo.: 
to  the  same  value  and  readily  compared. 

L>  i  :aui: : : :  ion  ot  Refill  1  t  S. 

Clearly  the  data  taken  thus  far  is.  not  conclusive.  It  is 


not  certain  that  the  second  data  follows  t  hi1  trend  of  the  first 


because  t  ho  experiment  was  terminated  early  by  pump  laser  failure. 
However,  tin*  i  ark  el  a  definite  p>eak  at  1050°  K  suggests  the  curve 
shape.  ■■■’  Mi-'  t  i  rs.t  data  set  div  not  being  duplicated  in  the  sec¬ 
ond  data  set.  The  realignment  of  optics  between  the  taking  of 

the  t  irst  il.it  a  set  and  the  second  should  have  changed  the  magni¬ 

tude  ot  t  ),<•  relative  evaporation  rates  but  not  the  curve  shapes. 

The  graph:.  * » '  the  second  data  set  (Figure  A-5)  resemble  a  graph 
>  •  t  scattered  e.  .tmt  ;  vs  laser  power  for  different  temperatures 
(  he  t  y  :  >t  7 )  and  the  t  wo  could  easily  be  confused.  However,  if 
t  he  raw  data  >d  the  second  set  is.  plotted  as  gross  scattered 
e.  units  v.  laser  power,  a  di  Meerut  family  of  curves  is  obtained 
and  if  becomes  clear  that  the  two  graphs  have  nothing  in  common. 

(Figure  A-b).  The  absence  oi  a  shift  in  peaks  to  lower  tempera¬ 

ture  as  laser  power  .increases  tor  both  data  sets  strongly  sug¬ 
gest:  t  h  it  pulse  pile  up  error  is.  not  the  cause  for  the  phenom¬ 
enon  . 

The  •  -xe 1  us  ion  ol  pulse  pile  up  error  as  the  cause  for  the 

I  ie  'ii'  'in'  ii'i.  •  I .  ii"  t  pro.  Iii‘.h'  ome  unknown  peculiarity  of  the  photon 

■  'untins  ;vs  ten.  from  be  i  ng  the  e  mse.  Jt  is  odd  that  the  barium 
evapoi  at  e’li  late  in  all  the  experiments  peaks  before  the  cathode 
'petal  iti.  t  ernpepat  urc  i ..  reach'd  ( 1 0!>0°  C  or  1323°  K).  There  it; 
ail'd  ner-  oddity  that  should  be  mentioned  ho  re .  Zemyan  tuned  the 
laser  ol I  the  resonance  wavelength,  precluding  excitation  of  bar¬ 
ium  11  not  ese.'iiee ,  and  measured  the  laser  scatter  from  the  vapor. 

.1  the  evaporation  rate  is  chancing  with  temperature,  one  would 
expect  the  laser  scatter'  f  rorn  the  vapor  to  track  the  change  in 


tie  ov.i|n)tatioii. 


! n  tact 


'/.('myall  could  discern  no  difference 


s  the*  aat  1 1> ; .  I  e  temperature  varied.  hither  the  change  in  laser 
.  a  1 1 1  ■  r  !n>m  ttr-  vapor  was  too  i  ris  i  p,n  i  I  i  can  t  to  be  separable 
coin  t  In-  laser  .natter  from  the  test  cell  or"  the  barium  evapora- 
i  *  ’  1 1  rate  did  not  change  sign i I  i rant  1 v  as  the  cathode  tempera¬ 
nce  was  varied.  The  latter*  -.peculation  is  in  direct  conflict 
ith  hi.  pel's  experimental  results.  The  experimental  evidence 
ol  leered  t  (ms  tar  is  net  e(,t,e]u:  i  vc  enough  to  attribute  the 
heiiotnenon  to  a  cause. 
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